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Quick Start Guide TPP Pipettor Turbo-Fix 
 
 

 

This quick guide is intended to provide a brief overview of the main features and 
operation of TPP Pipettor Turbo-Fix. For detailed information, please refer to the 
Operating Instructions of TPP Pipettor Turbo-Fix that can be found at www.tpp.ch in 
several languages. 

 
 

Battery Charge 
 

 Charge the battery completely before first use. 
 

 

Plug in 

 
Only use the original Li-ion battery for TPP Pipettor Turbo-Fix! 

The supply voltage must meet the requirements of the mains 
adapter: 100-240 VAC, 50/60 Hz. 

 
 

 

Low Battery 
  

Charging Battery 
 

Charged Battery 

 

 

 

 

 

 

~ 3.5 h 

 

Red Blink  Red  Green 

 
 

General Speed Setting 
 

 

 

 

 Plug in for Turbo 
Speed 
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Speed 

 
 

100 % 
Speed 

 
 

125 % 
Turbo Speed 
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Manual Speed Control 
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 Pump not running Pump running Pump running 
 

Filter Exchange 
 

Press (1) and turn 1/8th counter clockwise (2)  Replace the filter 

 
 

  

 
 

Colored side facing upwards 
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GENERAL INFORMATION  TPP Pipettor Turbo-Fix 
 
 

Intended Use 
 

TPP Pipettor Turbo-Fix is a pipette controller designed for aspirating and dispensing aqueous 
solutions with plastic or glass pipettes in a volume range of 1 to 100 ml. It is intended for 
measurement, control and laboratory use. 
 
 

Safety Notes 
 

1) Do not use or charge TPP Pipettor Turbo-Fix in an atmosphere with danger of explosion.  
Do not pipette highly flammable liquids such as acetone or ether. 

2) Comply with the material safety data sheet (MSDS) and with all safety guidelines when 
handling dangerous substances. Use protective clothing and safety goggles. Never point a 
pipette in anyone’s direction. 

3) Avoid pipetting of liquids whose vapours could attack the materials PA (polyamide), POM 
(polyoxymethylene), FPM (fluor-rubber), NBR (nitrile-rubber), CR (chloroprene) and silicone. 
Corrosive vapours could also damage metallic parts inside the device. 

4) Use an original TPP mains adapter only. Protect it from moisture otherwise TPP Pipettor 
Turbo-Fix might be damaged. 

 

Regardless of the listed safety notes, additionally applicable regulations and guidelines of trade 
associations, health authorities, trade supervisory offices, etc. must be observed. 
 
 

Warranty 
 

TPP Pipettor Turbo-Fix is designed and manufactured following high standards in quality and 
durability. They are warranted for a period of 12 months. 
 
 

Equipment Disposal 
 

 

TPP Pipettor Turbo-Fix device must not be disposed of with unsorted municipal waste. 

Dispose of TPP Pipettor Turbo-Fix in accordance with the laws and regulations in your 
area governing disposal of devices. 

 
 

Supplier 
 

TPP Techno Plastic Products AG 
CH-8219 Trasadingen, Switzerland 
T +41 52 687 01 87 
F +41 52 687 01 77 

 

info@tpp.ch 
www.tpp.ch 

 



 
 

155922_V01_QSG_TPP_Pipettor  4/4 

 



<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /All
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Warning
  /CompatibilityLevel 1.3
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.1000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams false
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo true
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Preserve
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 150
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth 8
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /FlateEncode
  /AutoFilterColorImages false
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 150
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth 8
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /FlateEncode
  /AutoFilterGrayImages false
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName (http://www.color.org)
  /PDFXTrapped /Unknown

  /CreateJDFFile false
  /Description <<
    /FRA <>
    /ENU (Use these settings to create PDF documents with higher image resolution for improved printing quality. The PDF documents can be opened with Acrobat and Reader 5.0 and later.)
    /JPN <FEFF3053306e8a2d5b9a306f30019ad889e350cf5ea6753b50cf3092542b308000200050004400460020658766f830924f5c62103059308b3068304d306b4f7f75283057307e30593002537052376642306e753b8cea3092670059279650306b4fdd306430533068304c3067304d307e305930023053306e8a2d5b9a30674f5c62103057305f00200050004400460020658766f8306f0020004100630072006f0062006100740020304a30883073002000520065006100640065007200200035002e003000204ee5964d30678868793a3067304d307e30593002>
    /PTB <>
    /DAN <>
    /NLD <>
    /ESP <>
    /SUO <>
    /ITA <>
    /NOR <>
    /SVE <>
    /DEU <>
  >>
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [595.000 842.000]
>> setpagedevice


